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Abstract
Optical coherence tomography (OCT), a diagnostic tool which can perform non-contact, non-
invasive, cross-sectional imaging of the retina and anterior eye in real time, has dramatically
improved in its resolution and speed in the recent years. In addition to the advancement in
hardware, different OCT methods for functional measurements, such as Doppler OCT for
quantifying blood flow and generating angiography using OCT phase information, polarization
sensitive OCT for measuring intrinsic mechanical / optical tissue property using light of different
polarizations, and spectroscopic OCT for measuring blood oxygenation using multiple
wavelengths, have been demonstrated and developed.
In this thesis, a dual-wavelength spectroscopic OCT technique is investigated to detect and
quantify retinal vascular permeability changes in a small animal model. By injecting an
intravascular dye that can act as a wavelength-dependent absorbing contrast agent into the
bloodstream of a small animal, retinal vascular permeability changes induced by retinal diseases
or external agents directly injected into the vitreous could be measured using spectroscopic OCT.
Because OCT enables depth-resolved imaging of the retina, this technique may enable
quantitative mapping of vascular permeability in vivo, which may have a significant impact on
understanding the mechanisms of diseases that alter retinal vascular permeability, such as
diabetic retinopathy. In this study, an OCT system with a diffraction-limited small animal
imaging interface and a dual-wavelength OCT spectrometer for spectroscopic measurements was
designed and built. Using this dual-wavelength spectroscopic OCT system, the rat retina could
be imaged at two different wavelength bands simultaneously, and methods for analyzing
spectroscopic OCT data were investigated for retinal vascular permeability measurement.
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Chapter 1
Introduction and Background
1.1 Introduction
Increased retinal vascular permeability or blood-retinal barrier breakdown due to diabetes can
cause proliferative diabetic retinopathy and diabetic macular edema, which are one of the leading
causes of vision loss in developed countries [1, 2]. Therefore, animal models with increased
retinal vascular permeability and methods to quantitate this condition are critical to
understanding the mechanisms of the disease as well as developing treatments of it. Although
there are methods to quantitate retinal vascular permeability, they typically require enucleation of
the eye followed by labor intensive sample preparation steps, and it has been difficult to
quantitatively assess retinal vascular permeability in vivo. Quantitative measurement of retinal
vascular permeability in vivo is expected to provide potentially more information than
conventional methods and facilitate large scale studies. Moreover, in vivo measurements can
enable time progression studies since they do not require sacrificing the animal. Therefore, in
evaluating agents for treatment of diabetic macular edema in humans, a convenient method to
quantitate retinal vascular permeability in vivo in appropriate animal models is highly desired.
1.2 Background
Measurement of Retinal Vascular Permeability
Evans blue (EB) is a standard intravascular dye used for characterization of blood-retinal barrier
breakdown in small animal models [3-5]. EB has an important property that it strongly binds to
the blood plasma protein albumin. Because of this property, whenever blood plasma
extravasates from blood vessels, the albumin-dye complex exudes into surrounding tissue as well
[6]. Therefore EB can be used to assess vascular permeability changes in small animals.
Conventionally, spectrophotometry and fluorescence imaging have been used for measuring
vascular permeability in small animal models [7, 8]. In the spectrophotometry method, EB is
injected into the bloodstream of the small animal, so that the albumin-dye complex leaks into
surrounding tissues when plasma extravasates from blood vessels. After a circulation time of a
few hours, the animal is sacrificed and perfused with saline in order to clear the EB in the blood
stream. The eye is then enucleated and the retina is isolated from the rest of the eye. The
extravasated EB dye can be extracted from retinal tissue using solvents such as formamide. Its
concentration in the solvent can then be measured with spectrophotometry to determine the total
extravasated amount of EB. In fluorescence imaging, a fluorescence dye, such as indocyanine
green (ICG) or fluorescein, is injected into the bloodstream instead, and fluorescence imaging is
directly performed in vivo or the retinal flat mount technique is used prior to fluorescence
imaging for more accurate measurement.
The conventional methods for measuring vascular permeability have a few major drawbacks.
The spectrophotometric method can only measure the total quantity of the EB-albumin
compounds extravasated out of the retinal vasculature, and therefore cannot provide information
about the local leakage sites across the retina and their severity. The fluorescence imaging
method can provide information about the local leakage sites across the retina, but is qualitative
and quantitative measurement is difficult. Furthermore, the spectrophotometric method and the
retinal flat mount technique require enucleation of the eye and fixation of the retina. This
process is time consuming and labor intensive. Therefore, a technique that enables quantitative
measurement in situ, without the need to remove or process specimens, is desirable.
In this thesis, optical coherence tomography (OCT), a diagnostic tool which can perform non-
contact, non-invasive, real-time, cross-sectional imaging of the retina and anterior eye, will be
used to quantify thicknesses of intraretinal layers and extract information about the extent and
location of retinal vascular permeability changes using spectroscopic methods. Spectroscopic
OCT using Evans blue as an absorbing contrast agent promises to overcome the limitations of
the conventional methods, enabling in situ measurement of changes in vascular permeability,
without the need to remove or process specimens. Since OCT has become a clinical standard for
quantifying diabetic macular edema in humans, it is therefore the preferred method in animal
models as well.
Previous work has shown that intravitreal injection of carbonic anhydrase I (CA-I) in rats alters
retinal pH regulation leading to changes in retinal vascular permeability [7]. In this thesis, an
animal model with increased retinal vascular permeability will be generated by intravitreal
injection of carbonic anhydrase I.
Optical Coherence Tomography
Optical coherence tomography (OCT) is a non-invasive, non-contact biomedical imaging
technology that can perform real-time tomographic imaging of biological tissue in vivo with a
micron-scale resolution [9]. OCT imaging is analogous to ultrasound imaging in that OCT
measures the backreflected or backscattered light while ultrasound imaging measures acoustic
waves. OCT has been shown to be a particularly useful technology for biological imaging [10,
11]. Changes in tissue properties lead to changes in backscattered light from different layers of
biological tissue and alter architectural morphology measured by OCT imaging. Previous
studies have demonstrated that these changes associated with early disease can be identified with
OCT [12-15]. Because OCT is compatible with fiber optics, OCT sample probe can be designed
in diverse ways, thereby allowing adaptation of the technology to a wide range of instruments
including ophthalmoscopes, small endoscopes, catheters, probes, needles, or other surgical
instruments.
One of the main advantages using OCT in this thesis for measuring retinal vascular permeability
is that OCT enables real-time, in vivo measurement of back-scattered light from different layers
of biological tissue, and therefore, it is not necessary to enucleate and process the rat eye as
required in the conventional spectrophotometric and fluorescence imaging methods. Since OCT
can measure depth-dependent back-scattered light intensity with superior axial resolutions
between 1 and 15 microns [16-20], OCT is well suited for spectroscopic detection [21, 22] of
changes in absorption coefficient using the Beer-Lambert law, which describes the change in
light intensity as it travels through an optical medium.
1.3 Scope of Thesis
The objective of this thesis is to develop a dual-wavelength spectroscopic OCT technique to
measure retinal vascular permeability changes in small animals. By injecting EB dye into the
bloodstream of a small animal model, retinal vascular permeability changes induced by CA-I
could be measured using spectroscopic OCT. Combined with depth-resolved imaging enabled
by OCT, this technique may enable quantitative mapping of vascular permeability measurements
in vivo. Quantitative measurements of blood-tissue barrier breakdown in vivo may have a
significant impact on understanding the mechanisms of diseases that alter vascular permeability,
such as diabetic retinopathy.
Chapter 2 discusses the theory of spectral / Fourier domain OCT. Theoretical models of spectral
/ Fourier domain OCT imaging of a single reflector and biological tissue are derived and
discussed. The imaging range, axial resolution, and sensitivity roll-off of spectral / Fourier
domain OCT is described. Issues related to interference spectrum recalibration and signal
processing required for optimal image quality are discussed. Noise and sensitivity in spectral /
Fourier OCT is analyzed. Finally, the speckle phenomenon in OCT is discussed.
Chapter 3 discusses the spectroscopic OCT system design. A feasibility analysis for in vivo
measurement of changes in vascular permeability is provided to determine which light sources
can be used for the spectroscopic OCT system. A detailed description of the dual-wavelength
spectroscopic OCT system, including its light sources, interferometer, reference arm, imaging
interface, and spectrometer, is provided. The software used in image acquisition and important
signal processing issues specifically related to the dual-wavelength configuration are described.
Finally, the performance of the system is summarized.
Chapter 4 demonstrates spectroscopic imaging and data analysis for measuring retinal vascular
permeability changes in small animal models. Animal procedures used in this study are
described. Data processing methods for spectroscopic analysis are discussed. Preliminary
results demonstrating wavelength-dependency of the OCT signal in the presence of Evans blue
dye are shown, and future directions for the study are summarized.
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Chapter 2
Spectral / Fourier Domain OCT Theory
2.1 Michelson Interferometer
A typical OCT system can be considered as a Michelson interferometer that is composed of a
broadband light source, beamsplitter, reference mirror, sample, and detector. A standard
Michelson interferometer with a mirror in the sample arm is shown in Figure 2-1. The
beamsplitter in the interferometer divides the light from the broadband light source into two
separate beams. Each of the beams, after it is reflected by either the reference or sample mirror,
is split once again when it reaches the beamsplitter for the second time. The reference and
sample mirrors are located LR and Ls away from the beamsplitter, respectively. Finally, the two
beams that travel to the detector arm interfere with each other at the detector.
Reference
Mirror
i
Sample
LR I
Broadband **'u'". """""""""""."""
Light Source
:Ls
Beam I
Splitter iz
Detector
Figure 2-1. The Michelson interferometer composed of a broadband light source,
beamsplitter, reference mirror, sample, and detector. The optical path length
difference between the sample and reference mirror is Az = Ls - LR.
Before the beam gets split by the beamsplitter, the input complex electric field at the beamsplitter
can be expressed as:
E(k) = E(k)e9 (k) (2.1.1)
where E(k) and 9(k) are the amplitude and phase of the complex electric field at wavenumber
k, respectively. In this chapter, boldface variables indicate complex quantities. It should be
noted that the phase of the input complex field in general cannot be measured by a simple
Michelson interferometer as the detector can measure only the intensity, not the field.
Mathematically, the sum of the fields at the detector at a given optical frequency can be
expressed as:
E,, = ER + Es (2.1.2)
where E and Es are the electric fields from the reference and sample mirrors, respectively.
Because the two beams separated by the beamsplitter travel different optical paths, the sum of
the fields at the detector at a given optical frequency, or equivalently, at a given wavenumber k
can be rewritten as:
Et,,(k)= rR(k)E(k)e2k"R +rs(k)E(k)e j 2 ks (2.1.3)
where rR(k) and rs (k) are complex field reflectivities of the reference and sample mirrors,
respectively. The factors of 2 in the exponential kernels account for the round-trip propagation
in the sample and reference arms of the interferometer. The factor of 2 in the denominator
accounts for the power splitting ratio of the beamsplitter.
Because the detector current is proportional to the total intensity, the detector current ID(k) as a
function of wavenumber can be written as:
ID(k) = p(k)E(k) = p(k) E(k) R,(k)+ Rs(k)+2Re{rR(k)r(k)ej 2 k (2.1.4)
4
where R,(k) = R 2(k)1 and Rs(k) = rs(k)1 are power reflectivities of the reference and sample
mirrors, respectively, and Az = Ls - LR is the optical path length difference between the reference
and sample arms. p(k) is the detector responsivity as a function of wavenumber.
2.2 Spectral / Fourier Domain OCT
In spectral / Fourier domain OCT, the detector used in the Michelson interferometer is a
spectrometer which can generate a detector current as a function of wavelength. A typical
spectrometer for a Michelson interferometer consists of a collimating lens, diffraction grating,
focusing lens, and high-speed CCD or CMOS line scan camera as shown in Figure 2-2.
Diffraction
Grating
Focusing
Lens
Collimating
Lens
CCD or CMOS
Line Scan
Camera Plane
Figure 2-2. Schematic of a spectrometer for spectral / Fourier domain OCT. The
spectrometer consists of a collimating lens, diffraction grating, focusing lens, and
a high-speed CCD or CMOS line scan camera.
Optical
Fiber
The diffraction grating and focusing lens in the spectrometer focus light at different wavelengths
onto different pixels of the CCD or CMOS line scan camera, thereby enabling intensity
measurement as a function of wavelength. Therefore, Equation (2.1.4) correctly describes the
detector current as a function of wavelength or wavenumber for a single reflector in spectral /
Fourier domain OCT.
Single Reflector
If rR(k) =I and rS (k) =1 in Equation (2.1.4) for simplicity, the expression for the detector
current can be rewritten as:
I (k)=-p(k)|E(k) {l+cos(2kAz)} (2.2.1)2
The expression for the detector current in Equation (2.2.1) has a sinusoidal component whose
frequency is proportional to the optical path length difference Az. A peak whose location is
linearly proportional to Az can be obtained by taking the Fourier transform of the expression in
Equation (2.2.1) in the case where there is a single reflector in the sample arm. This is illustrated
in Figure 2-3.
A Interference Spectrum B Fourier Transform
1(k) 1(z)
H k
TT/AL Distance " Frequency
Figure 2-3. (A) An interference spectrum of spectral / Fourier domain OCT for a
single reflector in the sample arm. (B) The Fourier transform of the interference
spectrum with respect to wavenumber k. The location of the peak is linearly
proportional to the optical path length difference Az.
Therefore, in the Fourier domain, or equivalently, in the z -domain by defining z as the Fourier
conjugate variable of k , the location of the peak that corresponds to the frequency of the
interference spectrum provides information about the position of the single reflector in the
sample arm.
Biological Tissue
A spectral / Fourier domain OCT system can also be built using fiber optics instead of bulk
optics as shown in Figure 2-4. In this case, zR and zs is the location of the reference mirror and
the depth coordinate in the sample arm in terms of the optical path length, respectively. The
coupling ratio of the optical coupler is assumed to be 50:50 for the following analysis although it
can be different depending on application.
If the sample has many reflecting or backscattering layers as in biological tissue as shown in
Figure 2-4, a more careful analysis than in the case of a single reflector in the sample arm is
required.
CL FL
Light Source Optical Reference
Coupler Mirror
Spectrometer Biological
Sample
Zs,
Figure 2-4. A fiber-based spectral / Fourier domain OCT system. The optical
coupler replaces a bulk Michelson interferometer. CL: collimating lens, FL:
focusing lens.
Analogously to the bulk Michelson interferometer case, the input field to the sample immediately
after the fiber tip of the optical coupler in the sample arm is given as:
E, (k) = - E(k)e jk = E(k)e jO(k)e jkLf (2.2.2)
where Lf is the optical path length of the sample arm fiber and E(k) is the complex electric
field at the optical coupler before the light is split.
The expression for the input field to the reference arm is the same as above.
For a sample more complicated than a single reflector such as biological tissue, the sample field
reflectivity is a function of wavelength and depth:
rs = rs (k, zs)= rs(k, zs)es(k,'s) (2.2.3)
where rs (k, z) and Os (k, z) are the magnitude and phase of the sample field reflectivity as a
function of depth and wavelength.
The electric field from the reference arm at the detector can be expressed as:
1ER(k) = r,(k)E(k)e jL-
2 (2.2.4)
where rR R are the complex field reflectivity of the reference mirror and the location of
the reference mirror, respectively. The common complex exponential terms corresponding to the
travel within the fibers are neglected because they exist in both the reference and sample fields
and do not affect the intensity at the detector.
Since the sample reflectivity is a function of depth for biological tissue, the electric field from
the sample arm at the detector is provided in an integral form:
Es (k) = 2 f rs (k, zs)E(k)ekbs dzs (2.2.5)
where rs (k, zs) and zs are the complex field reflectivity of the sample as a function of depth and
the depth coordinate in the sample arm, respectively.
Therefore, the total complex electric field at the detector can be expressed as:
Et,,t(k)=ER(k)+Es(k)= IE(k) rR j2kR 2krsdzs (2.2.6)R~~k) + 2 LRk s(,z~
For mathematical convenience, the complex exponential term e j 2 R can be factored out to
express all distances in optical path length differences:
E,,(k) E(k)e2IkR R + S , 2kA-dAz (2.2.7)
where Az= zs -zR and r's(k,Az)=rs(k,zR+Az)= rs(k,zs) .
The detector current can be written as:
ID(k)= p(k)| Et,(k)12
- p(k)S(k) rR(k) ± j' , Az)e j2kozdAz (2.2.8)4
= p(k)S(k) RR(k) + jr's(k.Az)e2kzd  +2 Re rR fr'S jk, e 2 kdAz
where S(k) -|E(k) 2 , p(k) , and RR(k) rR(k)12 are the optical power spectrum of the
broadband light source, the detector responsivity as a function of wavenumber, and the power
reflectivity of the reference mirror.
For biological tissue, the sample reflectivity is typically much smaller than the reference mirror
reflectivity, and the reference field typically dominates the sample field. Therefore, the detector
current can be rewritten as:
ID(k)-= p(k)S(k) RR R S j2kAzrdAz
-
-((2.2.9)
= 4 p(k)S(k)RR(k) + 2 p(k)S(k) RR(k)fr'S(k, Az) cos {2kAz + AO(k, Az) }dAz
where r's(k,Az) is the magnitude of r's(k,Az) and A9(k,Az)= s(k,Az)-OR(k) is the
difference between the phase of the reference mirror field reflectivity and the phase of the sample
field reflectivity as a function of depth.
The first term of the interference spectrum in Equation (2.2.9) is commonly referred to as the DC
component while the second term is commonly referred to as the AC component as the latter is
modulated by sinusoids in the wavenumber domain. As can be seen, it is the AC component that
contains information about the sample field reflectivity as a function of depth.
Assuming that r's (k, Az) = r's (Az) and AO(k, Az) = AO(Az) , which are determined by the
magnitude and phase of the sample field reflectivity, are not wavelength-dependent for simplicity,
the Fourier transform of the detector current can be expressed as:
ID (z)= F{ID(k)
= g(z)+ 2(Z)@f r's (Az)(e - 2Az) + e (+2Az))dAz (2.2.10)
{e;TjA 9(()S) eJA(O8( 2z)d)4 2
=4 (z) + r's (Az) e-^^(z - 2Az) + eJ^*(^(z +2Az)}dAz
where ((z)= F{p(k)S(k)RR(k)}, (z) = F{p(k)S(k)VRR(k)}, and 0 denotes convolution.
The Fourier transform of the detector current can be rewritten in a more informative form as:
~ 1 9Z x
I(z)= -(z)+ - f e- 9  r's (Az) (z - 2Az)dAz + -f e ^z^r's (Az)#(z + 2Az)dAz (2.2.11)40 2 2
Equation (2.2.11) summarizes several important characteristics of spectral / Fourier domain OCT.
1
- (z), which is the Fourier transform of p(k)S(k)RR(k), is the DC component. Because in4
most cases p(k)S(k)RR(k) has negligible modulation as a function of wavenumber when
compared to the AC component of the interference spectrum, it appears at the zero frequency or
zero delay position in the z -domain.
Note that the last two terms of Equation (2.2.11) are convolution integrals. The depth-dependent
complex sample field reflectivity r's (Az)ejA0(^) is convolved with 4(z). In other words, the
Fourier transform of the detector current ID(z) provides a blurred image of the sample field
reflectivity r's (Az)ejA"(^) where the point spread function is {(z), which is determined by
p(k)S(k) RR(k). Therefore, if the point spread function is narrow enough, an image of the
sample reflectivity without significant blurring can be generated using spectral / Fourier domain
OCT. Typical axial resolutions of OCT are between 1 and 15 microns [1-5].
Note that in the Fourier domain, JD(z) is Hermitian symmetric. This is expected because the
Fourier transform of an interference spectrum, which is inherently a real-valued signal, is always
Hermitian symmetric. In spectral / Fourier domain OCT, Hermitian symmetry implies that a
mirror image of the sample reflectivity appears on both sides of the zero delay. This kind of
artifact, referred to as complex conjugate artifact in Fourier domain OCT, is not a problem if the
sample is located strictly on one side of the zero delay, in which case only one side of the delay
needs to be displayed. However, there have been a number of approaches developed to
overcome this artifact to extend the total imaging range of spectral / Fourier domain OCT by a
factor of two [6-11].
The properties and characteristics of spectral / Fourier domain OCT described above are
illustrated in Figure 2-5.
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Figure 2-5. (A) Example sample field reflectivity for delta function reflectors.
(B) The convolution of the spectral / Fourier domain OCT point spread function
and the sample field reflectivity and its complex conjugate mirror image generates
(C) the spectral / Fourier domain OCT image. The image is composed of the DC
component and complex conjugate artifacts as well as the desired part of the
image, which are labeled as the AC components.
2D and 3D Imaging
The previous sections described how an axial scan, or an A-scan, is generated with spectral /
Fourier domain OCT. By scanning the sample arm beam in the transverse direction using a
galvanometer scanner while acquiring multiple axial scans sequentially, two-dimensional or
three-dimensional spectral / Fourier domain OCT images can be generated. This is illustrated in
Figure 2-6. A two-dimensional OCT image, which is a collection of multiple A-scans acquired
sequentially while scanning the beam in the transverse direction, is commonly referred to as a B-
scan. Only one side of the zero delay is displayed in the OCT image. Due to the recent
advancement in the acquisition speed enabled by Fourier domain OCT [12-15], three-
dimensional volumetric images can be generated by scanning the beam relatively slowly in one
direction as well while acquiring multiple B-scans rapidly in the orthogonal direction.
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Figure 2-6. (A) A 2D or 3D OCT image is generated by scanning the beam on
the sample in the transverse direction. (B) An OCT scan at one transverse
position provides an OCT A-scan. (C) Sequential acquisition of OCT A-scans
while scanning in the transverse direction allows formation of an OCT B-scan.
Axial Resolution of OCT
As can be seen in Equation (2.2.11), the point spread function of spectral / Fourier domain OCT
is given by:
f(z) = F jp(k)S(k)RR (k) (
Optical
Fiber
Biological
Sample
2'12)
The detector responsivity as a function of wavenumber p(k) , the power spectrum of the
broadband light source S(k) , and the magnitude of the reference mirror field reflectivity
RR(k) together determine the resolution of an spectral / Fourier domain OCT system. RR(k)
includes the effect of chromatic aberration of the reference arm optics. Although not explicitly
included in the analysis, the collection efficiency of the sample arm optics, which can be
wavelength-dependent due to chromatic aberration, also contributes to the resolution in the same
way the magnitude of the reference mirror field reflectivity does.
For illustrative purposes, assume that p(k)= p(k)S(k) RR(k) has a normalized Gaussian-
shaped spectral distribution:
[(k-ko) 1)
pl(k) =e ^*, (2.2.13)
where k. is the central wavenumber of the spectrum p(k) and Ak is the spectral bandwidth.
The normalized Gaussian function and its Fourier transform are given by:
Therefore, if #(k) has a Gaussian spectral distribution, the point spread function of the OCT
system is also a Gaussian whose width is determined by the spectral bandwidth Ak of /p(k).
The resolution of spectral / Fourier domain OCT is typically reported as the full width at half
maximum (FWHM) value of its point spread function ((z). As can be calculated from Equation
(2.2.14), the FWHM of the point spread function in this case is:
4 1n2
AzFWHM = 4k (2.2.15)Ak
Taking the derivative of both sides of the relationship k = 2;r / A, and plugging the result into
Equation (2.2.15) provides the expression for the FWIM resolution of an OCT system in terms
of wavelength as:
AzFWHM 2'1n2 2 0.44' (2.2.16)
where 24 and AA are the central wavelength and bandwidth of #(k) mapped into the
wavelength space. Note that Ak is defined as the half width at 1 / e of p(k), and AA is the
corresponding bandwidth, not the entire spectral range.
It is commonly assumed as a ballpark measure that the reference mirror power reflectivity and
detector spectral responsivity do not have significant wavelength-dependency, in which case the
width of p(k) is solely determined by the light source power spectrum. As can be seen from
Equation (2.2.16), the resolution of an OCT system becomes better as the center wavelength of
the light source gets shorter and the bandwidth broader.
Imaging Range
The imaging range of a spectral / Fourier domain OCT system is determined by the Nyquist
sampling theorem because the AC component of the interference spectrum needs to be detected
by the spectrometer without aliasing.
If the total number of pixels of the line scan camera of the spectrometer is N and the total
spectral range spanned by the line scan camera in wavenumber is AK, the difference between
the wavenumber values sampled by two neighboring pixels is AkNyq = AK / N. According to the
Nyquist sampling theorem, 2 AkNyqzmax = 7r needs to be satisfied to avoid aliasing. Therefore, the
maximum imaging range is given by:
zmax = ~AA (2.2.17)
'"2AK 4AA
Note that AK and AA are the entire spectral range spanned by the line scan camera pixels, not
the FWHM bandwidth of the light source.
Dispersion Mismatch
It has been assumed so far that there is no dispersion mismatch between the sample and reference
arms. However, this assumption usually does not hold because the sample and reference arm
optics are different in many cases. The dispersion mismatch results in a distorted point spread
function that is broader than the theoretically achievable value in the absence of the dispersion
mismatch.
Optical dispersion, by definition, is caused by a frequency- or wavenumber-dependent phase
modulation, (p(k). Therefore, the interference spectrum in the presence of optical dispersion can
be modeled mathematically by modifying Equation (2.2.6) as following:
E,,,(k) E(k) rR(k)e j{2 k k +j2s( ) + fr (k, z)dz (2.2.18)
where YR (k) and s (k) are the amounts of optical dispersion in the reference and sample arms,
respectively.
If there is any dispersion mismatch so that pR(k) S qo (k), Equation (2.2.18) becomes:
E,0,(k) = rR(k) + r' (k, R2kA+Ap(k)dAz (2.2.19)
where AYp(k) ps (k) - pR (k) is the dispersion mismatch.
Therefore, the resultant interference spectrum in the presence of the dispersion mismatch
becomes:
1
ID(k)= I p(k)S(k)RR(k)4 4 (2.2.20)
+I p(k)S(k) RR S(k) AZ) cos I2kAZ + A9O(k AZ) + Ais (k))dAZ (22.22 -DO~(k
Note that in many applications, Asdp (k) is not a function of depth. This fact becomes very
useful for system calibration and signal processing purposes.
Spectrometer Roll-off
In reality, the sensitivity of a typical spectral / Fourier domain OCT system drops as the
frequency of the interference spectrum becomes higher. There are several factors contributing to
this phenomenon.
The rectangular shape of camera pixels results in local averaging of the interference spectrum.
Because this local averaging has a low pass filtering effect on the interference spectrum, this
results in the depth-dependent signal decay. Similarly, the finite spot size of the focused beam at
the camera pixel plane has an additional low pass filtering effect, which also reduces the system
sensitivity at deeper depths. Even the diffraction-limited spot size on the line scan camera is
usually on the order of~-10 gm, which is comparable to the typical camera pixel size.
Other factors that contribute to spectrometer roll-off include the electronic interpixel crosstalk
present in CCD or CMOS detectors, partial aliasing [16], and local fringe visibility loss.
Because an OCT spectrometer typically uses a diffraction grating, which results in a spectrum
evenly spread in wavelength rather than in wavenumber, camera pixels, which are distributed
evenly in space, cannot be mapped linearly to uniformly sampled wavenumber. Since k = 2r / A,
the interference spectrum visibility is reduced at shorter wavelengths first due to the finite spot
size and rectangular pixels, which results in point spread function broadening at deeper depths as
well as sensitivity roll-off in depth. Because of the same reason, partial aliasing, which also has
a negative effect on sensitivity roll-off, starts happening at shorter wavelengths first near the end
of the imaging range.
2.3 System Calibration and Signal Processing
This section discusses system calibration and signal processing required by spectral / Fourier
domain OCT in order to achieve optimal image quality.
Hilbert Transformation
As can be seen in Equation (2.2.1), the interference spectrum for a single reflector, if properly
calibrated in the wavenumber space, should be the sum of a DC component and an AC
component at a single frequency determined by the optical path length difference between the
sample reflector and the reference mirror. The Fourier transform of Equation (2.2.1) with respect
to k is:
F{ID(k)}= F Ip(k)|E(k)2 {1+ cos(2kAz)}
12 
- (2.3.1)
= - (z) 0 {23(z) +,3(z + 2Az) + 3(z - 2Az)}
2
where f(z)= F jp(k)E2 (k)} is the point spread function of spectral / Fourier domain OCT.
By taking the inverse Fourier transform of only the positive frequency component of (2.3.1), or
in other words, by zeroing out the negative frequency and DC components before taking the
inverse Fourier transform, the resultant signal is:
IF-' 2 (z) 0 (z - 2Az) = p(k) E(k) 2 e2AZ (2.3.2)
Note that the resultant signal is a complex exponential function in the wavenumber domain, and
the phase of the AC component of Equation (2.2.1) as a function of wavenumber k can be
extracted by calculating the angle of the phasor of Equation (2.3.2).
It can be shown mathematically that, by going through exactly the same steps, the phase f(x) of
the sinusoidal component of any signal in the following form can be extracted using the Hilbert
transform:
g(x) [A0 + B0 cos {f(x)}] (2.3.3)
where g(x) is an arbitrary slowly varying envelope of the sinusoidal component and A0 and B
are constants. f(x) can be any arbitrary function of x.
Spectrum Recalibration
As discussed previously, a typical spectral / Fourier domain OCT spectrometer does not sample
the interference spectrum evenly in wavenumber k as desired because the angle of diffraction of
the diffraction grating for a given incident angle is linearly proportional to wavelength A .
Instead, the raw interference spectrum acquired by the OCT spectrometer is approximately
evenly sampled in wavelength. However, as can be seen from Equations (2.2.1) and (2.2.9), an
interference spectrum uniformly sampled in wavenumber k is required for spectral / Fourier
domain OCT because the Fourier transform needs to be taken in the wavenumber space to obtain
OCT images. Therefore, a numerical recalibration step that maps pixels that are uniformly
sampled in wavelength A to pixels that are uniformly sampled in wavenumber k is required.
In spectral / Fourier domain OCT, it is possible to utilize the fact that the pixel location is linearly
proportional to wavelength A due to the diffraction grating, and use the k = 2r / A relationship
along with an interpolation method, such as the cubic spline interpolation, to recalibrate the
interference spectrum. However, this assumption may not be good enough for quantitative
reflectivity measurement because inaccurate spectrum recalibration results in an OCT point
spread function that degrades in shape and width with depth. Therefore, a more accurate
recalibration method is necessary.
Note that the spectrometer of spectral / Fourier domain OCT is independent of the rest of the
OCT system because the pixel to wavenumber mapping is purely determined by the position of
the line scan camera in relative to those of the diffraction grating and the focusing lens of the
spectrometer. Therefore, it is possible to use a second Michelson interferometer with equal
amounts of dispersion in the sample and reference arms for recalibration purposes only.
However, not only it is difficult to build a perfectly balanced Michelson interferometer, but using
an additional Michelson interferometer for recalibration requires frequent disconnection of the
spectrometer from the OCT system, which is not convenient. For this reason, a recalibration
method that can use the existing Michelson interferometer of the OCT system is desired.
From Equation (2.2.20), when there is a single reflector in the sample arm, the phase of the
sinusoidal component should be linearly increasing in wavenumber k if there is no dispersion
mismatch between the sample and reference arms. However, what actually can be acquired prior
to recalibration is the following:
1 1/
ID[n]= Ip[n]S[n]RR[n]+ Ip[n]S[n] RR[n] Cos( [n, Az] d Aeay[n]) (2.3.4)4 2
where the square brackets denote discretely sampled functions, n is the pixel number, Ad,,,n]
is the phase due to the dispersion mismatch between the two arms, and Qdelay [n, Az] is the phase
due to the delay between the two arms. Note that pdelay [n, Az] = 2fnp [n]Az +0 for a single
reflector in the sample arm where 00 is a constant phase offset, and an accurate one-to-one
mapping function n =fm,-(k) between the sample location n and wavenumber k is required
for recalibration.
The Hilbert transform can be used on Equation (2.3.4) to extract the phase of the sinusoidal
component pdelay[n, Az] + A disp[n]. The phase due to the dispersion mismatch is not desired for
interference spectrum recalibration. However, note that Apdisp[n] is not a function of Azwhile
pdea, [n, Az] is. Therefore, by acquiring the raw interference spectra at two different delays and
taking the difference of the phases, Ad,4p [n] can be cancelled as following[17]:
pdi [n] -- (pdeiayj, 2Az] + A(Ddlspf ]) - delay[nAz] ± ApdisP[n]) 2fmap[ln]Az+ A0 (2.3.5)
where pdelay [n, Az] = 2fmap [n]Az +0 and pd, 1 , [n, 2Az] = 4 fmap [n]Az +01 were used to obtain the
result.
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Figure 2-7. Determination of the interpolation locations for interference
spectrum recalibration. The locations where interpolation is required to resample
the interference spectrum correctly can be identified by evenly dividing the entire
phase range with the total number of sample points desired and determining the
pixel numbers corresponding to those phase values.
As can be seen from Equation (2.2.20), when there is a single reflector in the sample arm without
the dispersion mismatch, the phase difference pdg [n] should be linearly increasing with sample
number n, if the interference spectrum is sampled correctly. However, the plot of pdf [n] as a
function of n is usually not a straight line before recalibration, but an arbitrary function
determined by the spectrometer configuration. Therefore, to resample the interference spectrum
correctly, the raw spectrum needs to be interpolated. The locations where the interference
spectrum needs to be interpolated to resample the spectrum correctly can be identified by equally
dividing the entire range of the phase difference pdiff [n] with the total number of sample points
desired and determining the new locations n's corresponding to those phase values. Note that
the new n 's where interpolation is required are not necessarily integer-valued. This step is
graphically demonstrated in Figure 2-7.
Once the new locations n's are determined, a correctly recalibrated version of the interference
spectrum can be obtained by interpolating the raw interference spectrum at those locations. The
effect of spectrum recalibration on the interference spectrum is simulated in Figure 2-8. Note
that the shape of the envelope of the interference spectrum is also affected by recalibration as
expected.
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Figure 2-8. The effect of spectrum recalibration on the interference spectrum. (A)
An interference spectrum for a single reflector acquired by spectral / Fourier
domain OCT. The pixel locations of the spectrometer are assumed to be linear in
wavelength. Note that the frequency is lower for longer wavelengths in the
wavelength space even though there is only one reflector in the sample arm. (B)
A recalibrated version of the interference spectrum shown in (A). Spectrum
recalibration results in a single modulation frequency.
Numerical Dispersion Compensation
In OCT, the dispersion mismatch between the sample and reference arms degrades the axial
resolution. Physically removing the dispersion mismatch in the Michelson interferometer
completely is very difficult, and there is always some amount of residual dispersion mismatch
remaining in the system. However, in spectral / Fourier domain OCT, it is possible to
compensate for the dispersion mismatch numerically to recover the optimal resolution allowed
by the OCT system in the absence of the dispersion mismatch.
Consider multiplying the AC component of Equation (2.2.20) with the complex exponential of
the dispersion mismatch Apdisp(k).
'c (k) = ± p(k)S(k) RR(k)e"J"(k) r's (k, Az) cos {2kAz + AO(k, Az) + Aepdsp (k)}dAz (2.3.6)
Using Euler's formula, Equation (2.3.6) can be rewritten as:
'D,AC (k) = ± p(k)S(k)RR S r' j (k, Aps) )Id Az
-- 00 (2.3.7)
+ ± p(k)S(k) RR () -j{2kA+A0(kAz)}dAz
Although the first term on the right side of Equation (2.3.7) still has the term A pdisp (k) in the
complex exponential, the second term is now free of the dispersion mismatch. In the Fourier
domain, because the first term is on one side of the zero delay while the second term is on the
other side, the spectral / Fourier domain OCT image without the dispersion mismatch can be
obtained from the side that corresponds to the second term of Equation (2.3.7). The image
quality on other side of the zero delay is clearly degraded even further due to the 2 APd,,P (k)
term in the complex exponential. However, since spectral / Fourier domain OCT generates
images that are Hermitian symmetric, only one side of the zero delay needs to be displayed.
Therefore, the dispersion mismatch can be compensated numerically by multiplying the
interference spectrum of spectral / Fourier domain OCT with the complex exponential of the
dispersion mismatch Ardp,,, (k).
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Figure 2-9. (A) Point spread functions at 4 different delays when the dispersion
mismatch is not compensated and (B) the corresponding point spread functions
when the dispersion mismatch is compensated numerically. The data shown are
acquired using an ultrahigh resolution spectral / Fourier domain OCT system and
processed in MATLAB.
The effect of dispersion compensation can be clearly seen in Figure 2-9. For a single reflector in
the absence of the dispersion mismatch, the shape of the magnitude of the point spread function
should be symmetrical about the center of the point spread function regardless of the depth
because the point spread function is the Fourier transform of a real-valued signal as shown in
Equation (2.2.12). However, if there is any residual dispersion mismatch, the point spread
function becomes asymmetric and broader than what it should be because the argument of the
sinusoidal term of the interference spectrum is no longer a linearly increasing function in
wavenumber. This effect is clearly shown in Figure 2-9. Note that the depth-dependency of the
shape of the point spread function is minimal regardless of the dispersion mismatch, which
would not be possible if the interference spectrum were not correctly recalibrated.
In many cases, the amount of the dispersion mismatch Apdsp(k) is not known in advance. To
date, there have been a few approaches suggested to find the dispersion mismatch caused by
biological tissue [3, 5]. One of the approaches is to define an image-sharpness metric, and
optimizing it numerically until the sharpest image is obtained according to its definition.
Background Subtraction
In spectral / Fourier domain OCT, the background spectrum, which can be obtained by blocking
the sample arm, is typically subtracted from the interference spectrum before taking the Fourier
transform. There are several reasons for performing background subtraction.
Firstly, background subtraction eliminates dark current non-uniformity of the CCD or CMOS
detector in the spectrometer. Non-uniform dark current results in a fixed pattern, which can be
removed by subtracting a reference background spectrum. However, dark current noise, which is
a random statistical variation of dark current, is not eliminated by background subtraction.
Secondly, background subtraction is a necessary step for spectral shaping as will be discussed in
detail in the next section. By subtracting the reference background spectrum from the OCT
interference spectrum, only the AC component of Equation (2.2.9) remains. This AC component
can be spectrally shaped before taking the Fourier transform to reduce sidelobes in the point
spread function.
Lastly, parasitic reflections can be removed by background subtraction. Because OCT is an
interferometric technique, interferences occurring between surfaces other than the sample and
reference mirror are also simultaneously embedded in the interference spectrum. Any pair of
surfaces in the OCT system, if the optical path length difference is within the imaging range, can
create an undesired stationary line in the OCT image when there are parasitic reflections from
those surfaces. Since these lines corresponding to parasitic reflections are stationary regardless
of the sample, they can be removed by subtracting the reference background spectrum from the
interference spectrum.
Spectral Shaping
As can be seen in Equation (2.2.12), the resolution of spectral / Fourier domain OCT is
determined by 4(z) = F {p(k)S(k)VR,(k) } where p(k) , S(k), and RR(k) are the detector
responsivity, power spectrum of the light source, and power back-coupling efficiency of the
reference mirror to the detector. In many situations, the optical power spectrum of the light
source is the determining factor of the resolution because the detector and the reference mirror
are typically chosen based on the light source. However, the detector responsivity and power
back-coupling efficiency of the reference mirror can also affect the resolution.
Because the point spread function of spectral / Fourier domain OCT is determined by the Fourier
transform of the product p(k)S(k) RR(k), there can be sidelobes in the point spread function
depending on the spectral shape of the product. Since OCT images are commonly displayed in
the logarithmic scale, the sidelobes of the point spread function need to be very small compared
to the main peak. Typically, sidelobes are tolerable if the ratio of the height of the main peak to
that of the sidelobe is bigger than the dynamic range of the OCT image. For example, if the
dynamic range of an OCT image is 35 dB, sidelobes of up to -35 dB of the main peak would not
degrade the image quality significantly because they will be below the noise level of the image.
In OCT, a Gaussian spectrum is desired for the product p(k)S(k) RR(k) in order to minimize
sidelobes. For broadband light sources, this requirement is usually not satisfied, and the Fourier
transform of p(k)S(k) RR(k) in many cases results in non-negligible sidelobes. However, in
spectral Fourier domain OCT, it is possible to shape the spectrum numerically in order to reduce
the sidelobes. From Equation (2.2.9), the expression for the interference spectrum after
numerical background subtraction is:
1,1
ID,AC(k) p(k)S(k) R r' (k, Az) cos 2kAz+A(k,Az)dAz (2.3.8)2 0
Although, strictly speaking, p(k)S(k) RR(k) # p(k)S(k)RR(k), it is reasonable to assume that
RR (k) is approximately wavelength-independent, in which case the ratio of p(k)S(k) RR (k) to
p(k)S(k)RR(k) can be assumed to be constant. Since p(k)S(k)RR(k) is the reference
background spectrum, it is possible to divide Equation (2.3.8) with the background spectrum
numerically in order to obtain the following interference spectrum:
I'D,AC(k) oc f r's (k, Az) cos {2kAz + A O(k, Az) + A odisp(k)}dAz (2.3.9)
Finally, by multiplying Equation (2.3.9) with an appropriate spectral shape V(k), an interference
spectrum with a desired point spread function y(z) = F {V(k)} can be obtained as following:
I"DAC (k) cc V(k) f r's (k, Az) cos {2kAz + A 0(k, Az) + A 'pdisp (k)}dAz (2.3.10)
Examples of spectral windows other than the Gaussian include the hyperbolic secant, Hann,
Hamming, Blackman, and Kaiser. In determining the window for spectral shaping, both the
width of the point spread function and the magnitude of sidelobes should be considered.
Note that there is always a tradeoff between spectral shaping and the signal-to-noise ratio, and it
is not possible to improve resolution without degrading the signal-to-noise ratio. This is because
the local signal-to-noise ratio varies with wavenumber in the interference spectrum due to, for
example, the fact that not all pixels of the line scan camera in the spectrometer are shot noise
limited. Noise in spectral / Fourier domain OCT is discussed in detail in the next section.
2.4 Noise and Sensitivity
Sensitivity
An important system parameter in OCT is sensitivity, which is defined as the maximum total
attenuation of optical power in the sample arm given that the signal can still be measured. The
minimum signal-to-noise ratio required for a signal to be barely measurable is defined as unity.
In OCT, sensitivity is typically measured by putting a mirror in the sample arm. In most cases, a
neutral density filter with a known optical density (O.D.) value is inserted in front of the mirror
so that the spectrometer is not saturated. According to the definition, the system sensitivity in
decibels (dB) can then be calculated as:
Sensitivity =10 log10 (SNR)+ 20 x O.D. (2.4.1)
where the signal-to-noise ratio SNR is defined in the Fourier domain as the ratio of the
magnitude-squared of the peak corresponding to the mirror to the variance of the magnitude of
background noise.
Another expression for sensitivity in OCT is in terms of the minimum sample power reflectivity
Rs'un .*Because sensitivity is the maximum attenuation in the sample arm given that the signal is
barely measurable, it is possible to interpret sensitivity as:
1Sensitivity = (2.4.2)
SRS'mn SNR=1
Sources of Noise
The most fundamental source of noise in OCT is photocurrent noise. It is called shot noise if the
incident photons to the detector are Poisson distributed. Shot noise still exists even if the mean
optical power P incident on the detector is constant because the number of photons arriving in a
given time interval T =I / 2B is inherently random. For light from an ideal laser with a stable
output power, the rate of photon arrivals obeys the Poisson probability distribution. It can be
shown that the photocurrent mean and variance are given by:
(i)= e- (2.4.3)hv
o-,= 2e (i)B (2.4.4)
where e , q , h , and v are the electron charge, quantum efficiency of the detector, Planck
constant, and frequency of light.
Therefore, the signal-to-noise ratio of the photocurrent is given by:
(i qP (245
SNR = = =n (2.4.5)
where n is the mean photoelectron count during the time interval T = 1/ 2B. In other words, the
signal-to-noise ratio of the photoelectric current is directly proportional to the optical power
incident on the detector and inversely proportional to the bandwidth of the detector circuit.
Another source of noise is dark current and dark current noise from the detector. Dark current is
caused by random generation of electrons and holes even in the absence of light. For a multi-
element detector array, the mean of the dark current can vary with pixel, thereby causing a fixed
pattern noise which can be removed by background subtraction as discussed previously.
However, dark current noise, which is the variance of the dark current shot noise, cannot be
removed by background subtraction.
Yet another source of noise is thermal Johnson noise in the detector circuit. It can be shown that
the thermal noise current variance for a circuit resistance R is given by:
a,' ~ 4kTB/R (4
where k and T are the Boltzmann constant and temperature of the circuit, respectively.
Thermal noise can be reduced by cooling.
Other sources of noise include excess photon noise and background noise. Excess photon noise
arises when there are fluctuations in the optical power of the light source whereas shot noise
exists even when the power is constant. However, for spectral / Fourier domain OCT, excess
photon noise is typically not an issue. Background noise arises from extraneous photons that
reach the detector, and can be removed by covering the spectrometer to block stray light.
Signal-to-Noise Ratio in OCT
Because different sources of noise are not correlated to each other, the variance of the total noise
is the sum of the individual variances. However, while the signal always increases linearly with
optical power, only the photocurrent variance increases with incident optical power. Therefore,
by increasing the incident power to the detector, it is possible to achieve the shot noise limit,
where all other sources of noise become negligible compared to shot noise.
In spectral / Fourier domain OCT, a multi-element photo-detector array is used, and it is
necessary to analyze the signal-to-noise ratio in the discrete wavenumber domain. Using the
discrete Fourier transform for the expression for the point spread function, instead of the
continuous time Fourier transform as in Equation (2.2.12), the height of the point spread function
is given by:
hPSF =(z = 0)= RR p[m]S[m] (2.4.7)
m=0
where N is the total number of pixels in the line scan camera of the spectrometer. The reference
mirror reflectivity is assumed to be wavelength-independent for simplicity.
(2.4.6)
Because in spectral / Fourier domain OCT, the power from the reference arm dominates that
from the sample arm, the shot noise variance from the m'h photo-detector is given by:
1
o [m] = 2eIjD[m]B = -eRRBp[m]S[m] (2.4.8)
2
The discrete Fourier transform of an interference spectrum at the zero frequency simply sums the
individual sample values together. Because the variance of the sum of uncorrelated variables is
the sum of their variances, the variance of noise in the Fourier domain at the zero frequency is
therefore the sum of the variances o I[M] 's. However, assuming that shot noise is white, the
variance at the zero frequency represents the general variance value at all frequencies. Therefore,
the noise variance in the Fourier domain in general is given by:
21 N-i
0 =eRRB p[m]S[m] (2.4.9)
From Equations (2.2.11) and (2.4.7), the magnitude of the signal in the Fourier domain in the
case of a single sample reflector is given by:
z(z = ±2Az) = R ERp[m]S[m] (2.4.10)2 M=O
Therefore, the signal-to-noise ratio in spectral / Fourier domain OCT is:
N-1
2 RS p[m]S[m]
SNR= m= (2.4.11)
2 eB
Note that the signal-to-noise ratio of spectral / Fourier domain OCT in the shot noise limit
increases with the sample power reflectivity, detector responsivity, and optical power, and
decreases with the detector bandwidth, which is proportional to the imaging speed.
2.5 Speckle in OCT
A speckle pattern refers to a random intensity fluctuation that occurs in many coherent imaging
applications. Although it is still a statistical phenomenon, the speckle effect in OCT imaging of
biological tissue is fundamentally different from other sources of noise in OCT in that it does not
have a time-dependency as long as the sample is stationary. The speckle effect arises from the
interference of a set of waves, and is closely related to the interference effect known as beating.
In OCT imaging of biological tissue, the interference of multiple waves occurs when there are
multiple scatterers within a single resolution volume determined by the transverse and axial
resolutions of OCT.
Mathematically, it is convenient to write the sample field reflectivity as:
N
r's (k, Az)= L rs(k)(Az - Az,) (2.5.1)
m=1
where Az, is the optical path length difference between the reference mirror and the location of
the mth scatterer in the sample arm. In this case, Equation (2.2.9) can be rewritten as:
ID(k) p(k)S(k) RR 2Re Sm (k)(Az j2kdAz
- {r 00 -
- (2.5.2)
1 1 N
= p(k)S(k)RR(k) + p(k)S(k)VRR(k) L rsm (k) cos {2kAzm ± AO(k, Az.,r)}4 2 =
where rs,,n(k) is the magnitude of rs, (k) and A0(k, Az, ) is the difference between the phase of
the reference mirror field reflectivity and the phase of the sample field reflectivity.
Because of the sum of the multiple frequency components in Equation (2.5.2), an effect
analogous to beating can occur if there are multiple scatterers within one resolution volume. As
an illustrative example, assume there are two scatterers close to each other. If the two scatterers
have equal field reflectivity and the light source emits white light with a flat power spectral
density, the linear superposition of the resulting reflected fields from the two scatterers results in
a beating interference spectrum as shown in Figure 2-10.
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Figure 2-10. Two scatterers close to each other in the sample result in a beating
interference spectrum. The beat frequency is the difference between the
frequencies of the individual interference spectra in the absence of each other.
If the axial resolution of spectral / Fourier domain were infinitely good, this beating would not
result in speckle as the Fourier transform of a beat still exhibits two distinct peaks if the
resolution is good enough. However, because of the finite axial resolution of OCT, the entire
spectral range of the beat in Figure 2-9 cannot be not detected by the OCT spectrometer. Instead,
the beat is modulated by p(k)S(k) RR(k), which sets the observation window for spectral /
Fourier domain OCT. Moreover, because the phase of the beat within the observation window
changes when the distance between the two scatterers increases or decreases slightly, the finite
axial resolution of OCT may result in an intensity fluctuation at the "mean" position of the two
scatterers in the Fourier domain even though the field reflectivities of the two scatterers remain
the same. This is illustrated in Figure 2-11.
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Figure 2-11. The effect of the finite observation window of spectral / Fourier
domain OCT on speckle. The finite observation window is determined by the
light source, reference mirror reflectivity, and detector responsivity. The
difference in the phases of the beats in (A) and (B) result in intensity fluctuation
in the Fourier domain.
Because the spatial distribution of scatterers in biological tissue is random even within a
macroscopically homogeneous tissue layer, the phase of the beat within the observation window
is also inherently random, which makes speckle in OCT a statistical phenomenon. However,
note that the resultant speckle pattern is stationary in time as long as the scatterers are stationary
as well. In other words, if the same area is scanned multiple times and if the biological tissue of
interest is stationary in time, the resultant OCT images have identical speckle patterns.
Although real biological tissue is significantly more complicated than the sample with two
scatterers located within one resolution volume of OCT, the nature of the origin of speckle in
OCT imaging of biological tissue is essentially the same.
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Chapter 3
Spectroscopic OCT System Design
3.1 Overview
Because of the important properties of Evans blue dye described in Chapter 1, it is desirable to
develop a spectroscopic OCT technique that uses Evans blue dye as an absorbing contrast agent
to measure vascular permeability changes in small animal models. For this purpose, a dual-
wavelength spectroscopic OCT system that enables simultaneous acquisition of OCT images at
two different center wavelengths was developed.
The purpose of this chapter is to discuss the dual-wavelength spectroscopic OCT system design.
A feasibility analysis for in vivo measurement of changes in vascular permeability is provided to
determine which light sources can be used. A detailed description of the dual-wavelength
spectroscopic OCT system, including its light sources, interferometer, reference arm, imaging
interface, and dual-wavelength spectrometer, is followed. The software used for image
acquisition and important signal processing issues specifically related to the dual-wavelength
configuration are discussed. Finally, the performance of the system is summarized. Dr.
Bernhard Baumann from our group collaborated in designing and building the spectroscopic
OCT prototype system and developing the software.
3.2 Feasibility Analysis
For the measurement of the concentration of Evans blue dye using spectroscopic OCT, the
absorption spectrum of Evans blue dye is the most important factor in determining the system
design. Because OCT detects backscattered light intensity as a function of depth, spectroscopic
OCT allows measurement of light attenuation due to the wavelength-dependent absorption of
Evans blue dye in biological tissue.
The detection of Evans blue dye using spectroscopic OCT is analogous to the spectrophotometric
method, which is a conventional method used for measuring the dye concentration in a
homogeneous solution, except that spectroscopic OCT uses backscattered light instead of
transmitted light, thereby allowing in vivo measurement. As in the spectrophotometric method,
spectroscopic OCT requires two different wavelengths, ideally one at the absorption maximum
and the other at the absorption minimum. The concentration of the dye can then be measured in
vivo with spectroscopic OCT by applying the Beer-Lambert law to the backscattered light
intensities from different layers of tissue.
It has been shown that the light absorbing characteristics of Evans blue dye in a saline solution
show a distinct absorption peak over a wavelength band of- 150 nm centered at 610 nm [1]. For
example, at 610 nm, the absorbance A is about 2.8 for a 1 cm long cell containing the dye
solution at a concentration of -0.005 %. At 750 nm, absorption is minimal and A ~ 0 at the
same concentration. Assuming that the absorbance of water, whose A - 0.18 at 610 nm, can be
neglected, the absorption coefficient for the Evans blue dye solution at a concentration of-0.005
% can be calculated as 6.45 cm'. However, as will be discussed later in the chapter, the light
source used for the spectroscopic OCT system is centered at -650 nm instead. At this
wavelength, A ~ 2.2 and the absorption coefficient for the same solution can be calculated as
5.07 cm'.
In OCT, the signal extinction in tissue due to scattering and absorption obeys the Beer-Lambert
law. Therefore, the attenuated signal intensity I at a certain depth is given by:
1(L) = I0 exp[-x(L)-2CEBaL] (3.2.1)
where CEB is the Evans blue dye concentration, a is the absorption coefficient per unit
concentration, and L is the axial length of the absorbing material. x(L) accounts for other
scattering and absorbing contributions. The factor of 2 in the exponential kernel accounts for the
round trip travel of light in the OCT sample arm.
The reported amount of Evans blue dye per eye in the rat intravitreally injected with carbonic
anhydrase I (CA-I) at a dose chosen to reach a final CA-I concentration of 2 ng/pl in the vitreous
is ~180 ng [2]. Assuming that the wet retinal weight of the rat is -4 mg per eye, the expected
concentration of Evans blue leakage in retinal tissue is -0.0045 % if the dye is homogeneously
distributed within the retina.
In order to estimate light absorption in retinal tissue due to Evans blue leakage, I(L) at 650 nm
was computed for different edema lengths L and Evans blue dye concentrations. The results are
plotted in Figure 3-1. The Evans blue dye concentration ranged from 10-5 to 10-2. Signal
transmission is plotted for axial edema lengths between 20 and 200 um, which is the full retinal
thickness in the rat. The expected Evans blue leakage concentration value of 0.0045 % is shown
as a vertical magenta line in all plots.
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Figure 3-1. (A) Effect of Evans blue absorption in retinal tissue on transmission
as a function of Evans blue dye concentration and axial edema length. (B) A
close-up view of the plot in (A). The vertical lines in magenta are to indicate the
expected Evans blue leakage concentration value of 0.0045 %. The unit of
thickness is gm.
The transmission plots show a non-trivial effect of absorption due to Evans blue dye in the OCT
signal in the given parameter ranges. At the expected retinal Evans blue dye concentration due
to leakage, CEB = 0.0045 %, the OCT signal gets attenuated by 17 % when a full retinal thickness
edema of L = 200 pm is assumed. However, if leakage was restricted to a smaller part of the
total retina, possibly a higher Evans blue concentration could be observed in those confined
leakage volumes. Hence, the OCT signal at 650 nm would be attenuated more. For instance,
assuming that the Evans blue concentration were two times higher in these volumes, CEB 0.009
%, and signal damping between ~4% and -30 % might be observed for edema lengths between
20 pm and 200 gm.
The calculations above were made using only the absorption coefficient value of Evans blue dye
at 650 nm. In order to account for signal extinction due to other factors, such as scattering or
absorbing structures other than the albumin-dye complex, signal variation at different depths due
to focusing or sensitivity roll-off, and etc., the signal needs to be referenced to the Evans blue
dye absorption minimum at 750 nm. Note that potential Evans blue leakage in the vitreous can
affect the OCT signal as well. However, OCT signals in the retina can be referenced to those at
the anterior surface of the retina to account for this effect.
3.3 System Overview
Figure 3-2 shows a schematic of the dual-wavelength spectroscopic OCT system. To enable
simultaneous acquisition of OCT images at two different center wavelengths, a wavelength
division multiplexer was used in the light source arm to combine light from two different light
sources. Resulting dual bandwidth low coherence light is split equally into the sample and
reference arms by a beam splitter. In the reference arm, a dispersion compensation glass block is
used to match the amount of dispersion in the sample arm optics approximately. Any residual
dispersion mismatch can be compensated numerically. Because light with orthogonal
polarizations do not interfere with each other, the polarization controllers are used to align the
polarizations of the electromagnetic fields for the maximum interference visibility. A second
wavelength division multiplexer is used in the detector arm to separate the two wavelength bands
before they reach the spectrometers, each of which intended for one of the wavelength bands.
Figure 3-3 shows photographs of the dual-wavelength spectroscopic OCT system.
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Figure 3-2. Schematic of the dual-wavelength spectroscopic OCT system.
Wavelength division multiplexers are used for the source and spectrometer arms
of the system to combine and separate light with two different center wavelengths.
PC: polarization controller, WDM: wavelength division multiplexer.
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Figure 3-3. Photographs of (A) the dual-wavelength
and (B) the OCT imaging interface and rodent mount.
spectroscopic OCT system
3.4 Light Sources
OCT requires a temporally low-coherent light source with a broadband spectrum. Because
Evans blue dye has an absorption maximum at 610 nm and a minimum at 750 nm or higher, a
light source that can span both 610 nm and 750 nm simultaneously is required for the dual-
wavelength spectroscopic OCT system. One type of light source that can be used for the dual-
wavelength spectroscopic OCT system is a supercontinuum light source, which produces an
extremely broadband spectrum by non-linear effect in a specially designed photonic crystal fiber.
A typical supercontinuum light source has a spectrum that spans a wavelength range from as low
as -400 nm to over -2000 nm. However, commercially available supercontinuum light sources
are of high cost, and the short term pulse-to-pulse stability of the light source may not be good
enough for quantitative spectroscopic measurement.
Therefore, as an alternative approach, the superluminescent diode (SLD) was chosen. The SLD
is a good candidate for the light source for OCT because of its high short- and long-term stability
and convenient turnkey operation. Because light from the SLD can be coupled into a single
mode fiber to achieve spatial single mode, it is also compatible with fiber optics.
To date, the closest commercially available SLD light source to the absorption maximum of
Evans blue at 610 nm in terms of the center wavelength has a full width at half maximum
(FWHM) bandwidth of 12 nm centered at 650 nm. As was discussed previously, because the
absorption peak of Evans blue dye is broad enough to span 650 nm, this light source can be used
for the spectroscopic measurement of Evans blue dye concentration. The theoretical axial
resolution achievable with this light source is ~ 11.5 ptm in tissue assuming an index of refraction
of n =1.35 in tissue. The measured output power of the light source was 0.95 mW.
An SLD with a FWHM bandwidth of 21 nm centered at 750 nm was used as the second light
source for the reference at the absorption minimum of Evans blue. The theoretical axial
resolution for this light source can be calculated as 9 um in tissue. The output power of the light
source was 2.3 mW. Figure 3-4 shows the spectra of the two light sources measured with the
dual-wavelength spectroscopic OCT spectrometer.
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Figure 3-4. (A) The measured spectrum of the light source centered at 650 nm
and (B) the measured spectrum of the light source centered at 750 nm. The
nominal FWHM bandwidths of the two light sources are ~12 nm and -21 nm,
respectively.
3.5 Interferometer and WDM
Interferometer
The two light sources are combined with a wavelength-division multiplexer in the light source
arm of the dual-wavelength spectroscopic OCT system. Therefore, a broadband interferometer
that has a flat 50 / 50 coupling ratio over the wavelength band from ~610 nm to - 780 nm is
required for the dual-wavelength OCT system. Although a fused fiber coupler, which does not
have any bulk component, is typically desired for spectral / Fourier domain OCT due to its high
efficiency, it is challenging to manufacture a fused fiber coupler with a flat coupling ratio over
this wavelength range. Therefore, a fiber-coupled bulk 50 / 50 beamsplitter was used instead in
the system. The advantage of the fiber-coupled bulk beamsplitter is that it has a very flat spectral
coupling ratio. However, the main disadvantage of it is that it is inherently less efficient than a
fused fiber coupler because light needs to be coupled into a single mode fiber from free space in
the fiber-coupled bulk beamsplitter design.
Wavelength Division Multiplexer
The wavelength-division multiplexers (WDM) in the dual-wavelength spectroscopic OCT
system need to be used carefully because of their polarization dependency. A typical fiber-
coupled bulk optics WDM utilizes a dielectric mirror that has transmission and reflection bands.
However, because the dielectric mirrors in WDMs are typically used at an incidence angle of 45',
group delay dispersions for transverse electric (TE) and transverse magnetic (TM) waves are
necessarily different. This means that if the polarization of the input light is varying, different
polarizations experience different amount of dispersions. Although it is possible to compensate
for a known amount of group delay dispersion physically or numerically if there is no
polarization dependency, the polarization-dependent group delay dispersion induced by the
WDM is very difficult to compensate for.
The polarization dependent group delay dispersion can be considered as a wavelength-dependent
wave plate, which delays the phases of different polarizations by different amounts. Just as a
typical wave plate changes the polarization of input light, the WDM can also change the
polarization of input light. However, because the group delay dispersion is wavelength-
dependent, the polarization of output light is also wavelength-dependent. This can become a
major problem for the OCT spectrometer because the diffraction grating used in the spectrometer
has a polarization-dependent efficiency. This means that the shape of the interference spectrum
will be distorted by the polarization-dependent efficiency of the diffraction grating if the WDMs
are not used carefully.
One way to overcome this problem is to align the input polarization purely to either the TE or
TM polarization of the WDM to avoid the polarization-dependency in the group delay dispersion.
As long as the group delay dispersion is not polarization-dependent, it can be compensated
numerically. To have a full control over the polarization state in the OCT system at all necessary
intermediate locations, several polarization controllers are used as shown in Figure 3-2.
There are several requirements for the polarization state of light in the dual-wavelength
spectroscopic OCT system. First, because the rodent eye can be birefringent, the input
polarization at 650 nm and 750 nm at the sample arm should be identical to experience the same
amount of polarization artifact at the two wavelength bands. Second, the input polarization state
at the first WDM should be either purely TE or purely TM. Third, the reference arm polarization
state should be matched to the sample arm polarization state to maximize the interference
spectrum visibility. Fourth, the input polarization state at the second WDM should be purely TE
or TM as well. Lastly, the input polarization to the spectrometer should be adjusted to maximize
the efficiency of the diffraction grating. Figure 3-5 shows the detected spectra at 650 nm when
the polarization state is carefully adjusted and when it is not adjusted.
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Figure 3-5. The effect of the polarization state on the shape of the reference
spectrum. (A) The detected spectrum at 650 nm when the polarization state is
carefully adjusted. (B) The detected spectrum at 650 nm when the polarization
state is not adjusted.
3.6 Reference Arm
Because the output power of the light source centered at 650 nm and that centered at 750 nm
were different, the back-coupled power levels from the reference arm at the two center
wavelengths need to be adjusted independently to avoid spectrometer saturation. Although a
neutral density filter with an adjustable optical density value is typically used in the OCT
reference arm, it is not possible to adjust the power level at two different wavelength bands
independently with a neutral density filter. Therefore, in the reference arm of the dual-
wavelength spectroscopic OCT system, chromatic aberration of the lens in front of the reference
arm mirror is utilized. Due to chromatic aberration, different wavelength components have
slightly different focal lengths. A singlet lens was used instead of an achromat in front of the
reference mirror to maximize chromatic aberration. By adjusting the reference mirror position
with respect to the singlet lens carefully, the reference power levels at 650 nm and 750 nm could
be adjusted independently.
3.7 OCT Imaging Interface
Most OCT patient interfaces developed for imaging the human retina have the pivot of scanning
located at the pupil of the eye. The advantages of this configuration are that a large maximum
scan area is achieved without vignetting and that it does not require a special contact lens or
cover glass in front of the eye. The ability to scan a large area without vignetting is expected to
help in generating large two- and three-dimensional vascular permeability maps. Moreover,
since contact lenses or cover glasses in front of the eye may alter intraocular pressure, the ability
to scan without an additional optical element in front of the eye may be very important as it
precludes many sources of measurement variability. An adjustable focus is helpful because rat
eyes are expected to be slightly different from one another.
For the dual-wavelength spectroscopic OCT system, a diffraction-limited small animal imaging
interface with an adjustable focus and the pivot of scanning located at the pupil of the rodent eye
was developed. Figure 3-6 shows a schematic of the OCT imaging interface. In the OCT
imaging interface, light from the optical fiber is collimated with a collimating lens. The
collimated beam is then scanned by a galvanometer-actuated scanning mirror pairs that scan the
beam in the transverse directions on the rodent retina. The distance between the scan lens and
the objective lens complex is adjustable for focus adjustment to account for variations in
individual rat eyes. The maximum scan angle used in the OCT imaging interface is 5'. The
corresponding scan range on the retina is ±1 mm. Compared to the scan range of the telecentric
scanning imaging interface, which is another commonly used imaging interface configuration for
rodent retinal imaging, the scan range of I mm of this pivoted configuration is ~60 % larger. In
the telecentric interface, the cornea needs to be flattened by a cover glass, and the field of view is
limited by the dilated pupil diameter.
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Figure 3-6. (A) Schematic of the OCT imaging interface for the dual-wavelength
spectroscopic OCT system. (B) Close-up view of the imaging interface in (A)
with multiple scan angles. The distance between the scan lens and the objective
lens complex is adjustable for focus adjustment.
A rat eye model was used in the ray tracing software ZEMAX in designing the imaging interface
of the dual-wavelength spectroscopic OCT system [3]. A diffraction-limited performance was
achieved at 650 nm and 750 nm simultaneously over the entire scan range except near the ends
of the range of the imaging interface. Figure 3-7 summarizes diffraction-limited performance of
the imaging interface. The spot diagram shows that the imaging interface achieves the
diffraction-limited spot size at 650 nm and 750 nm simultaneously for all scan angles except near
the ends of the imaging range. The modulation transfer function also supports diffraction-limited
performance. The diffraction-limited spot size on the retina is simulated to be ~13 pm. The
output power measured at the cornea at 650 nm was 270 tW and that at 750 nm was 600 pW.
The measured power transmission of the imaging interface was 85 % single pass.
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Figure 3-7. Diffraction-limited performance of the OCT imaging interface for the
dual-wavelength spectroscopic OCT system. (A) The spot diagram and (B) the
modulated transfer function simulated by ZEMAX.
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3.8 Spectrometer
Figure 3-8 shows a schematic of the dual-wavelength spectroscopic OCT spectrometer. Because
the bandwidths of the two light sources used in the spectroscopic system are not very broad
compared to that of an ultrahigh resolution OCT system, the spectroscopic OCT spectrometer
does not require a large number of pixels to achieve an imaging range necessary for small animal
imaging. Therefore, instead of using two cameras, a single CCD camera is shared by the 650 nm
and 750 nm wavelength bands to avoid synchronization problems. In order to achieve good
sensitivity roll-off performance and imaging range, two diffraction gratings were used to
maximize spectral dispersion although using two gratings made the spectrometer less efficient.
The 650 nm beam was re-directed to the CCD camera by folding the beam with a fold mirror.
By adjusting the fold mirror and focusing lens for the beam centered at 650 nm carefully, the two
wavelength bands can be aligned with respect to the CCD camera independently.
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Figure 3-8. Schematic of the dual-wavelength spectroscopic OCT spectrometer.
Both the 650 nm spectrum and 750 nm spectrum are acquired by a single CCD
camera. The 650 nm beam is folded by 900 with a fold mirror to direct the beam
to the CCD camera.
Optics in the spectrometer was chosen carefully using ZEMAX simulation to achieve diffraction-
limited performance at both 650 nm and 750 nm over the entire bandwidths to maximize system
sensitivity. Figure 3-9 summarizes diffraction-limited performance of the imaging interface.
The spot diagrams show that the spectrometer achieves the diffraction-limited spot size smaller
than the camera pixel size, which is 28 gm, at all wavelengths spanned by the light sources.
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Figure 3-9. Diffraction-limited performance of the spectrometer for the dual-
wavelength spectroscopic OCT system. The spot diagrams show diffraction-
limited performance at all wavelengths spanned by the light sources.
3.9 Image Acquisition and Signal Processing
Custom-built LabVIEW software was used to control image acquisition. A personal computer
equipped with a high-speed analog output board and a camera frame grabber was used to trigger
the CCD camera for image acquisition, send the scan trajectory to the galvanometer controller
cards, and to transport frames captured by the camera to computer memory. The LabVIEW
software was capable of displaying a real-time preview of the OCT cross-sections at 650 nm and
750 nm simultaneously. For the ease of alignment, a real-time en face projection preview was
also implemented in the LabVIEW software. The LabVIEW software was built on an earlier
version of the acquisition software written by Jonathan Liu and other members of our group.
Signal processing and image analysis was performed in MATLAB.
Signal processing steps used for the data acquired with the dual-wavelength spectroscopic OCT
system are in general similar to what was described in Chapter 2. However, the only major
difference is that there are two wavelength bands simultaneously acquired by a single CCD
camera in the spectrometer. In dual-wavelength spectroscopic OCT signal processing, two
different wavelength bands are used and interference spectra from each of the bands is Fourier
transformed independently to obtain simultaneously acquired image pairs, one at 650 nm and the
other at 750 nm. Therefore, it is necessary to recalibrate the interference spectrum carefully so
that the images acquired simultaneously at 650 nm and 750 nm retain the same axial scale.
For recalibration purposes, the interference spectrum with a single reflector in the sample arm
was acquired at two different delays using both of the light sources simultaneously. As in
Chapter 2, two different delays were used to cancel out the residual dispersion mismatch. The
interference spectra at the two wavelength bands need to be acquired simultaneously because a
given optical path length difference needs to appear at the same depth in the Fourier domain
OCT images. At the same time, the total number of pixels per axial scan in the Fourier domain
should be the same for the images acquired at 650 nm and 750 nm.
First, the interference spectrum centered at 650 nm was recalibrated using the method described
in Chapter 2. As in Chapter 2, the total range of the unwrapped phase of the interference
spectrum divided by the number of pixels desired provides the phase increment between
neighboring pixels, which determines the frequency. The same phase increment was used for
recalibrating the interference spectrum centered at 750 nm. The interference spectra at 650 nm
and 750 nm were padded with zeros to ensure that the resultant numbers of samples per axial
scan were identical for the two wavelengths. Because the phase increment between neighboring
samples for the interference spectrum for a single reflector and the total number of samples per
axial scan are the same for the two wavelengths after zero-padding, the resultant interpolation
locations determined by this method ensures that the OCT images acquired at 650 nm and 750
nm have the same axial scale. This is graphically illustrated in Figure 3-10.
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Figure 3-10. Recalibration of the dual-wavelength OCT interference spectrum.
(A) The same phase increment is chosen for both 650 nm and 750 nm. (B) The
interference spectra are resampled accordingly. (C) The final sequences of
discrete samples are padded with zeros so that the total number of samples per
axial scan is the same for 650 nm and 750 nm. a, b, c ... : arbitrary sample values.
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3.10 System Performance
The sensitivity of the system calculated using the convention described in Chapter 2 was 100 dB
at 650 nm and 102.3 dB at 750 nm. The camera speed used for sensitivity measurement and data
acquisition in general was 25 kHz. The output power measured at the cornea was 270 pW at 650
nm and 600 gW at 750 nm. The measured nominal imaging range was 3 mm in air or 2.2 mm in
tissue. Although physical aliasing occurs in the spectrum centered at 750 nm before the optical
path length difference in air becomes 3 mm, the nominal imaging range of the dual-wavelength
spectroscopic OCT system was still determined by the spectrum centered at 650 nm because the
phase increment value used for spectrum recalibration was calculated with the spectrum centered
at 650 nm. The full-width at half-maximum axial resolution of the system in tissue was ~12.1
pm at 650 nm and ~8.7 gm at 750 nm. The spectrometer roll-off as a function of depth is shown
in Figure 3-11. The magnitude of the Fourier transform of the interference spectrum is plotted.
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Figure 3-11. Spectrometer roll-off in the dual-wavelength spectroscopic OCT
system. (A) Spectrometer roll-off at 650 nm in the linear amplitude scale. (B)
Spectrometer roll-off at 750 nm in the linear amplitude scale.
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Chapter 4
Spectroscopic OCT Imaging and Data Analysis
4.1 Overview
Enabling in situ measurement of changes in vascular permeability without the need to remove or
process specimens, spectroscopic OCT using Evans blue dye as an absorbing contrast agent is
expected to overcome many of the limitations of conventional methods used for measuring
vascular permeability changes in small animal models. For this study, the dual-wavelength
spectroscopic OCT system discussed in Chapter 3 was used for in vivo measurement of changes
in vascular permeability in the rat retina. The purpose of this chapter is to discuss spectroscopic
OCT imaging and data analysis for measuring retinal vascular permeability changes in small
animal models. The spectroscopic OCT system, animal procedures, and scan protocols used in
this study are summarized. Data processing methods for spectroscopic analysis are discussed,
and preliminary results demonstrating wavelength-dependency of the OCT signal in the presence
of Evans blue dye are shown. Dr. Bernhard Baumann from our group collaborated in this study
and provided significant amount of input in determining the direction of the study.
4.2 Background
Evans blue dye is a standard intravascular dye used for nonradioactive quantitation of blood-
retinal barrier breakdown in small animal models [1-3]. Evans blue dye has an important
property that it binds to the blood plasma protein albumin irreversibly when injected into the
bloodstream of small animals. Because of this property, whenever blood plasma extravasates
from blood vessels, the albumin-dye complex exudes into surrounding tissue as well [4].
Moreover, the clearance time of Evans blue dye in the bloodstream of small animals is
significantly longer than those of other commonly used dyes such as indocyanine green and
fluorescein, thereby making Evans blue suitable for long time progression studies. Evans blue
absorption in saline solution has a maximum at ~610 nm, while absorption at 750 nm is
negligible [5], and it is possible to measure Evans blue concentration with optical methods.
Therefore, it is desirable to develop a spectroscopic OCT technique that uses Evans blue dye as
an absorbing contrast agent to measure vascular permeability changes in small animal models.
Previous work has shown that intravitreal injection of carbonic anhydrase I (CA-I) in rats alters
retinal pH regulation leading to changes in retinal vascular permeability [6]. In this study, an
animal model with increased retinal vascular permeability was generated by intravitreal injection
of carbonic anhydrase I.
4.3 Methods
Spectroscopic OCT System
Figure 4-1 shows the dual-wavelength spectroscopic OCT system used in this study to measure
Evans blue concentration in vivo. The system is described in detail in Chapter 3.
Figure 4-1. (A) Schematic of the dual-wavelength spectroscopic OCT system.
Light sources 1 and 2 are centered at 650 nm and 750 nm, respectively. PC:
polarization controller, WDM: wavelength division multiplexer. (B) Schematic of
the dual-wavelength spectroscopic OCT spectrometer.
Animal Procedures
A normal male Sprague-Dawley rat was anesthetized with ketamine / xylazine (ketamine 40-80
mg/kg IP, xylazine 5-10 mg/kg IP). After anesthesia, the eyes were dilated with tropicanimide
(Mydriacyl, 1%) applied topically. For the ease of Evans blue dye injection, a catheter was
inserted into the tail vein. Before intravitreal injection, baseline OCT imaging was performed
with the dual-wavelength spectroscopic OCT system. After baseline imaging, intravitreal
injection of CA-I solution prepared in saline was performed on the right eye to reach a
physiologically relevant concentration of 2 ng/pl. The contralateral eye was injected with saline
only as control to see if there is any difference in retinal vascular permeability between the two
eyes [6]. The total of 5 pl of the active agent solution or saline alone was injected into the
vitreous. 15 minutes after intravitreal injection, the rat was imaged with the spectroscopic OCT
system before Evans blue injection. Immediately after spectroscopic OCT imaging, Evans blue
dye was injected via the catheter inserted into the tail vein at a dose of 45 mg/kg. Spectroscopic
OCT imaging was performed 0, 1, and 2 hours after the tail vein injection of Evans blue dye.
Upon completion of imaging, the animal was sacrificed with CO2 . All animal procedures were
performed under an approved protocol by the Committee on Animal Care (CAC) at MIT.
Scan Protocol and Data Analysis
An OCT scan pattern of 500 by 500 samples over an area of 1.2 mm by 1.2 mm on the retina was
used for spectroscopic OCT imaging. The isotropic scan pattern was chosen for better
visualization of spectroscopic data with the en face projection view. The scan pattern was
centered at the optic disc for all OCT scans. At an imaging speed of 25,000 axial scans per
second, it took ~12 seconds to acquire one volumetric scan, including the galvanometer scanner
flyback time. All the OCT images were acquired with the posterior part of the eye located closer
to the zero delay compared to the anterior part of the eye to counter the signal attenuation in
depth within tissue with the spectrometer roll-off. Multiple data analysis steps, including
spectrometer roll-off correction, image averaging for speckle reduction, as well as the routine
OCT signal processing procedure, have been implemented using MATLAB for accurate
visualization of spectroscopic data.
Figure 4-2. Retinal OCT images of a normal Sprague-Dawley rat acquired by the
650 nm channel of the dual-wavelength spectroscopic OCT system. (A) An OCT
en face projection image created from a volumetric data set of 500 by 500 axial
scans over an area of 1.2 mm by 1.2 mm centered at the optic nerve head. (B-E)
Examples of OCT cross-sectional images from the positions of the dotted lines
indicated on the OCT en face projection image. The cross-sectional images are
displayed in the logarithmic scale. Scale bar: 100 gm.
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Figure 4-3. Retinal OCT images of a normal Sprague-Dawley rat acquired by the
750 nm channel of the dual-wavelength spectroscopic OCT system. (A) An OCT
en face projection image created from a volumetric data set of 500 by 500 axial
scans over an area of 1.2 mm by 1.2 mm centered at the optic nerve head. (B-E)
Examples of OCT cross-sectional images from the positions of the dotted lines
indicated on the OCT en face projection image. The cross-sectional images are
displayed in the logarithmic scale. Scale bar: 100 pm.
69
B '
0.9
0.3
* 0.7
0.6
0.1
0.2
0.1
0
Distance In Air (mm)
ist 1.n Ar ONm
DIStace In AIr (man)
0 .18 -16 -14 -12 -10 . 4 .4 .2 0
Figure 4-4. Roll-off corrected cross-sectional OCT images. (A) The
spectrometer roll-off of the 650 nm channel in the linear amplitude scale. (B) The
spectrometer roll-off of the 750 nm channel. (C) An OCT cross-sectional image
from the 650 nm channel before roll-off correction. (D) A roll-off corrected
version of the image shown in (C). (E) An OCT image from the 750 nm channel
before roll-off correction. (F) A roll-off corrected version of the image shown in
(E). The cross-sectional images (C-F) are displayed in the logarithmic scale.
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Figure 4-5. Visualization of wavelength-dependent absorption due to Evans blue
dye using normalized enface ratio images. (A-E) OCT enface projection images
from the 650 nm channel at multiple time points. (F-J) OCT en face projection
images from the 750 nm channel at multiple time points. (K-O) Normalized en
face ratio images obtained by dividing the images acquired at 650 nm with those
acquired at 750 nm. Scale bar: 100 pm.
Figure 4-6. Speckle reduction by image averaging and median filtering. (A) An
OCT cross-sectional image before speckle reduction. (B) An average of 10
neighboring cross-sectional images without image registration. (C) The cross-
correlation function between the mean axial scans of two neighboring frames was
calculated for rigid image registration. (D) An average of 10 neighboring cross-
sectional images after rigid image registration for bulk motion removal. (E) A
median filtered version of the image shown in (D). The size of the median filter
was 3 pixels in the axial direction and 7 pixels in the transverse direction.
4.4 Results
Figures 4-2 and 4-3 show OCT images from 3D volumetric data sets acquired by the 650 nm and
750 nm channels of the dual-wavelength spectrometer, respectively. Note that the retina in the
OCT images appears relatively flat in the lateral direction due to the OCT imaging interface with
the pivot of scanning located at the pupil of the rat eye. The volumetric data sets consisted of
500 by 500 axial scans over an area of 1.2 mm by 1.2 mm centered at the optic nerve head.
Because the two channels acquire images simultaneously, no registration between the data sets
acquired at 650 nm and 750 nm in the transverse direction is required.
Figure 4-4 shows the roll-off characteristics of the 650 nm and 750 nm channels of the dual-
wavelength spectrometer and the roll-off corrected OCT images from the two channels. The
color map for the OCT images in Figure 4-4 is chosen to enhance visualization of the effect of
roll-off correction on OCT cross-sectional images. The spectrometer roll-off was measured by
imaging a single reflector at several different delay positions while ensuring that the reflected
amount of light from the reflector remains constant. The continuous roll-off curves were
generated by fitting the data points to a fifth order polynomial. Spectrometer roll-off correction
was performed by dividing each of the axial scans in the OCT image with the continuous
spectrometer roll-off curves.
Figure 4-5 shows the effect of wavelength-dependent absorption characteristics of Evans blue
dye in the rat retina on OCT images. The en face projection images are created by summing
intensity values of the volumetric data sets in the axial direction. Note that in general the color
scale for the en face image from the 650 nm channel and that from the 750 nm channel are the
same at a given time point. As can be seen, the brightness of the enface image from the 650 nm
channel in relative to that from the 750 nm channel decreases over time. This is more clearly
demonstrated by generating the ratio images which can be obtained by dividing the en face
images acquired at 650 nm with those acquired at 750 nm.
Figure 4-6 demonstrates speckle reduction by image averaging and median filtering. Because of
the involuntary eye motion during OCT imaging, bulk motion needs to be compensated by rigid
image registration before averaging multiple images. The images are averaged in the linear
amplitude scale, but are displayed in the logarithmic scale due to the dynamic range.
4.5 Discussion
Measurement of Evans blue concentration in vivo using OCT requires simultaneous acquisition
of data at two different wavelengths, preferably one at the absorption maximum and the other at
the minimum. Therefore, a dual-wavelength spectroscopic OCT system shown in Figure 4-1 was
developed to enable simultaneous acquisition of OCT images using the 650 nm and 750 nm
channels of the spectrometer. As can be seen from the enface projection images in Figures 4-2
and 4-3, the two channels generate OCT images from the same scan area as desired, and no
further registration between the data sets acquired at 650 nm and 750 nm is required. However,
it should be noted that the OCT images from the 750 nm channel in general have slightly deeper
tissue penetration depth into the choroid compared to the images from the 650 nm channel
possibly due to the longer wavelength [7]. In addition, note that the axial positions of the
anterior surface of the retina in the OCT images are slightly different for the two spectrometer
channels because of optical dispersion from the water in the anterior part of the rat eye. Because
this effect results in 750 nm OCT images farther away from the zero delay compared to 650 nm
OCT images, the quality of the image acquired at 750 nm is affected even more severely by the
spectrometer roll-off. However, because the system sensitivity is higher at 750 nm than at 650
nm, this effect was tolerable.
Spectrometer roll-off correction is an essential step for spectroscopic OCT data processing in
order to decouple signal attenuation within tissue from signal attenuation due to spectrometer
imperfection. However, there is one undesired effect of spectrometer roll-off correction. As can
be seen from Figure 4-4, roll-off correction results in a rise in the noise level as a function of
depth. Conceptually, OCT is supposed to have noise with zero mean everywhere in the image
regardless of the presence of the signal. However, because the magnitude of the OCT signal is
used in this study for generation of OCT images, noise where there is no signal does not have a
zero mean because of the rectification resulting from taking the magnitude. It should be noted
that this effect may affect quantitative measurement of Evans blue dye concentration using
spectroscopic OCT and should be accounted for when interpreting spectroscopic data. However,
noise where there is signal whose magnitude is greater than that of noise still has zero mean
while the variance of noise is always increased by roll-off correction in a depth-dependent
manner. The variance of noise can be reduced by averaging multiple OCT images, which will be
discussed later. The variance of noise can also be reduced by summing intensity values in the
axial direction, as is done in generating OCT enface projection images, because noise from one
pixel of an axial scan is not correlated to noise from another pixel.
After roll-off correction, spectroscopic OCT data sets can be assessed to detect the wavelength-
dependency of Evans blue dye. As can be seen from Figure 4-5, intravascular injection of Evans
blue dye results in increased shadowing from major blood vessels in the OCT images acquired
from the 650 nm channel, while there is almost no change in the OCT images simultaneously
acquired from the 750 nm channel. This can be clearly visualized from the normalized en face
ratio images, which were obtained by dividing the OCT enface image acquired at 650 nm with
the OCT en face image simultaneously acquired at 750 nm. For the baseline and immediately
after CA-I injection, the normalized en face ratio images do not show any sign of increased
shadowing from major blood vessels at 650 nm. This implies that the OCT signals in the blood
vessel at 650 nm and 750 nm are attenuated by similar amounts in the absence of Evans blue dye.
However, immediately after the injection of Evans blue dye, there is a significant decrease only
in the OCT signal from the 650 nm channel, particularly at the major blood vessels. The effect
becomes more pronounced even in the surrounding tissue where there is no major blood vessel I
hour and 2 hours after the injection of Evans blue dye. Figure 4-5 confirms that wavelength-
dependent signal attenuation due to Evans blue dye can be indeed detected by the dual-
wavelength spectroscopic OCT system.
For quantitative mapping of vascular permeability, however, various sources of artifacts should
be identified in the imaging system, and spectroscopic data processing methods should be
developed further. Speckle and noise are examples of these artifacts. Figure 4-6 demonstrates
that noise and speckle can be reduced significantly by averaging multiple neighboring OCT
images. As discussed in Chapter 2, speckle in OCT is a phenomenon that is stationary in time
provided that the sample is stationary. However, due to the involuntary eye motion caused by
heartbeat and breathing during OCT imaging, each OCT image has a slightly different speckle
pattern from the other even if nominally the same area is scanned repeatedly. When this bulk eye
motion is severe, it needs to be compensated by rigid image registration before averaging
multiple images in order to maintain the axial resolution. Although the rigid image registration
employed in this study does not correct for the bulk motion component in the lateral direction,
bulk motion in the lateral direction is assumed to be negligible compared to that in the axial
direction.
In order to obtain quantitative measurements of Evans blue leakage into the retinal space, it will
be necessary to develop methods to analyze depth dependent absorption in cross-sectional OCT
images. There are several factors which make this measurement challenging. Evans blue
leakage occurs in both the vitreous and aqueous while the OCT beam path length in these
structures is longer than in the retina. Therefore, it results in a parasitic source of absorption
which must be removed from the measurement. Quantitative measurements of absorption in the
retina may also be affected by Evans blue dye in the retinal vasculature including the capillary
network, which must be separated from Evans blue absorption in retinal tissue. This will require
developing methods which quantitatively normalize out absorption from different retinal layers.
In spite of these challenges, the preliminary results acquired to date are very promising. Since
OCT provides depth-dependent intensity profile of the retina, combined with the Beer-Lambert
absorption law, OCT is expected to provide a quantitative three dimensional vascular
permeability map. The development of a spectroscopic OCT method for assessing changes in
vascular permeability in small animal models would represent a significant advantage by
reducing the amount of labor intensive analysis while enabling mapping of vascular permeability
changes across the fundus and potentially even at the level of individual retinal layers.
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